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1  INTRODUCTION 

This  memorandum  describes  the  results  of  research  work  which  was  directed 
towards  assessing  the  usefulness  of  the  IEEE-488  Bus(l)  and  the  Modular  Approach 
to  Software  Construction  and  Test  (MASCOT (2))  philosophy,  in  Automatic  Test 
Equipment  (ATE) . 

It  was  decided  that  to  bring  about  the  aims  of  the  research  work  a  simple 
experimental  ATE  would  be  constructed.  This  involved  designing  and  building  an 
Intel  compatible  IEEE-488  Bus  controller  and  deriving  a  basic  MASCOT  system. 

Once  the  experimental  ATE  was  operational  then  various  tests  would  be  performed 
to  determine  the  value  of  the  IEEE-488  Bus  and  MASCOT  in  ATE. 
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SUMMARY  OF  THE  EXPERIMENTAL  ATE 


As  the  aim  of  this  work  was  to  investigate  the  value  of  applying  the 
IEEE-488  Bus,  (for  Bus  details  see  Appendix  A)  and  the  MASCOT  approach  to  ATE 
(for  MASCOT  details  see  Appendix  B) ,  it  was  clearly  unrealistic  to  build  a  com¬ 
plete  ATE  system  so  a  small  experimental  ATE  to  test  a  digital  circuit  was 
devised.  The  function  of  this  simple  ATE  was  to  stimulate  a  digital  Unit  Under 
Test  (UUT) ,  collect  the  output  responses,  compare  them  with  the  responses 
expected  from  a  good  circuit  and  give  either  a  'pass'  or  'fail'  report  con¬ 
cerning  the  UUT. 

From  the  block  diagram  in  Figure  1.1  it  can  be  seen  that  the  system  consists 
of  a  microcomputer  with  an  IEEE-488  controller  interface,  a  pattern  generator 
and  a  logic  analyser.  The  input  pins  of  the  UUT  are  connected  to  the  pattern 
generator.  If  required  the  pattern  generator  initially  outputs  an  initiali¬ 
sation  sequence,  this  is  followed  by  a  test  pattern  in  parallel  with  a  clock 
output.  (The  clock  is  used  to  inform  the  logic  analyser  that  the  data  on  its 
inputs  are  valid.)  When  the  data  have  been  acquired  the  logic  analyser 
indicates  this  to  the  microcomputer  via  the  IEEE -488  Bus.  The  acquired  data  is 
compared  with  previously  collected  data  from  a  known  working  unit  to  give  either 
a  'pass'  or  'fail'  report. 

(3) 

The  programs  were  written  in  CORAL  66  and  were  developed  on  an  Intel 
Microprocessor  Development  System  (MDS) .  During  development  the  MASCOT  super¬ 
visor  with  trace  facilities  and  a  capability  to  initiate,  stop  and  restart 
program  segments,  was  used.  After  development  the  programs  were  reconfigured 
so  that  the  test  program  would  run  on  a  target  machine,  in  this  case  an  Intel 
SBC  80/10  microcomputer  system. 

3  IMPLEMENTATION  OF  THE  EXPERIMENTAL  AUTOMATIC  TEST  EQUIPMENT 

The  implementation  of  the  experimental  ATE  was  broken  down  into  4  distinct 
phases.  These  were: 

1  Design,  construction  and  test  of  an  IEEE-488  Bus  controller  interface 
compatible  with  the  Intel  Multibus. 

2  Preparation  of  a  library  of  basic  software  routines  to  test  the 
controller  interface. 

3  Design  and  construction  of  an  Intel  8085  based  pattern  generator. 

4  MASCOT  system  design  and  test. 

3.1  DESIGN,  CONSTRUCTION  AND  TEST  OF  AN  IEEE-488  BUS 
CONTROLLER  INTERFACE 

The  IEEE-488  Bus  controller  interface  was  designed  to  operate  with  an 
Intel  SBC  80/10  microcomputer  as  the  target  machine  although  much  of  the 
development  was  done  using  an  Intel  MDS.  As  both  microcomputers  use  an 
Intel  Multibus  internal  bus  the  IEEE-488  Bus  controller  interface  was 
designed  to  interface  with  this  internal  bus.  The  IEEE-488  Bus  controller 
which  is  described  in  more  detail  in  Appendix  A,  was  built,  tested  and 
from  the  prototype  a  printed  circuit  board  layout  was  produced. 
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PREPARATION  OF  A  LIBRARY  OF  SIMPLE  SOFTWARE  ROUTINES 


A  series  of  simple  software  routines  was  written  to  test  the  IEEE-488 
Bus  controller.  These  routines  were  written  in  Intel  8080  assembly 
language^  and  after  assembly  the  object  code  modules  were  formatted  by 
the  ISIS (5)  librarian  facility  and  stored  on  disk. 

Figure  A5  contains  a  listing  of  the  more  important  software  routines 
needed  to  drive  the  IEEE-488  Bus  controller.  (Controller  address  selection 
is  set  by  links  on  the  board). 

3.3  DESIGN  AND  CONSTRUCTION  OF  AN  INTEL  8085  MICROPROCESSOR  BASED 
PATTERN  GENERATOR 

A  pseudo  listener  function  was  implemented  using  two  8-bit  parallel  input 
ports  of  an  INTEL  8085  to  monitor  the  state  of  the  IEEE-488  Bus.  (The 
device  was  a  pseudo-listener  because  it  did  not  create  an  active  handshake.) 
The  Pattern  Generator  was  designed  so  that  it  responded  to  a  trigger  command 
after  it  had  been  addressed.  On  receipt  of  the  trigger  command  a  pattern, 
previously  loaded  into  the  8085' s  EPROM,  was  used  to  stimulate  the  UUT. 

3.4  MASCOT  SYSTEM  DESIGN  AND  TEST 

An  ACP  diagram  described  the  system  and  is  reproduced  in  Figure  2. 
Activity  LGASET  sets  the  logic  analyser,  via  the  IEEE-488  bus  to  a  state 
which  was  determined  by  interpreting  the  parameter  received  from  the  root 
activity  AC1.  Activity  LGASET  then  triggered  the  pattern  generator,  and 
when  a  test  was  complete  extracted  data  from  the  logic  analyser.  These 
data  were  then  compared  with  the  data  stored  in  a  pool  LGADT  which  was 
obtained  from  a  known  good  UUT  and  a  result,  good  or  faulty  was  given. 

In  order  to  check  the  flexibility  of  such  a  software  scheme  an  additional 
IEEE-488  Bus  compatible  multi-function  voltmeter  was  interfaced  to  the 
bus.  Another  activity  DVMSET  was  conceived  together  with  two  additional 
channels  to  give  bi-direction  links  to  the  activity  AC1.  Activity  AC1 
passed  a  parameter  which  was  interpreted  by  DVMSET  to  obtain  the  range  and 
function  to  be  measured.  Next  DVMSET  set  the  mu lti-f unction  voltmeter  to 
the  required  function  and  after  a  reading  had  been  taken  returned  the 
measured  value  to  activity  AC1.  Figure  1.2  shows  the  block  diagram  for 
the  modified  test  system  and  Figure  2.2  is  then  related  ACP  diagram. 

4  CONCLUSIONS 

The  limited  research  work  undertaken  indicated  that  the  IEEE-488  Bus 
simplified  many  of  the  design  and  construction  problems  associated  with  con¬ 
ventional  ATE  systems.  The  task  of  expanding  the  number  of  devices  connected 
to  an  IEEE-488  Bus  structured  ATE  is  relatively  straightforward  and  by  having 
more  than  one  IEEE-488  Bus  operated  by  a  process  controller,  more  than  15  instru¬ 
ments,  the  maximum  for  a  single  Bus,  can  be  used.  The  research  also  showed  that 
the  IEEE-488  Bus  could  potentially  be  applied  to  limited  digital  testing  if 
used  with  an  intelligent  instrument,  such  as  a  logic  analyser.  (It  must  however 
be  appreciated  that  switching  matrix  problems  were  not  addressed  by  this  work.) 

The  IEEE-488  Bus  runs  at  the  rate  dictated  by  the  slowest  device  connected 
to  it  and  so,  although  the  maximum  speed  of  the  Bus  is  1M  Byte /second,  the  actual 
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rate  will  be  much  slower.  As  an  example  the  logic  analyser  took  over  3  minutes 
to  dump  the  contents  of  its  memories  in  ASCII  form  to  the  controller,  a  data 
transfer  rate  of  only  5  bytes/second.  (This  was  due  to  the  internal  processing 
performed  by  the  logic  analyser) . 

For  large  integrated  digital  test  systems,  the  IEEE-488  Bus  would  create 
severe  limitations  due  to  its  speed  and  the  small  number  of  parallel  data 
lines. 


The  results  of  the  work  with  the  MASCOT  approach  demonstrated  that  some  of 
the  claimed  advantages  of  this  philosophy  are  indeed  valid.  For  example,  once 
the  basic  ACP  diagram  and  the  related  software  scheme  are  designed,  the  task 
may  be  divided  and  written  by  various  programmers. 

Originally  it  was  thought  that  the  MASCOT  approach  would  use  an  excessive 
amount  of  the  available  memory  and  the  development  system  (including  the  super¬ 
visor)  did  use  21K  bytes  out  of  the  maximum  of  64K  bytes.  However  once  develop¬ 
ment  had  been  completed,  removal  of  the  supervisor  saved  7K  bytes  of  memory  and 
deleting  redundant  code  (used  for  diskette  and  other  operations)  saved  another 
5K  of  memory,  so  the  system  could  actually  be  implemented  in  only  9K  bytes. 

Out  of  these  9K  bytes  about  IK  byte  were  required  by  the  channels.  If  it  is 
considered  that  in  expanding  the  system,  many  previously  written  routines  can 
be  utilised,  then  by  using  MASCOT,  even  with  a  machine  with  limited  memory 
address  capability,  such  as  an  8080  microprocessor,  the  overheads  are  not  too 
great . 
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INTEL  MULTIBUS  COMPATIBLE  IEEE-488  CONTROLLER  INTERFACE 


1  INTRODUCTION 

As  an  IEEE-488  Bus  controller  was  needed  for  the  research  work  described 
in  this  memorandum,  it  was  decided  to  construct  an  Intel  Multibus  Compatible 
IEEE-488  Bus  Controller  Interface  that  could  be  used  in  conjunction  with  an 
Intel  SBC80/10  microcomputer  or  an  Intel  MDS. 

1.1  THE  IEEE-488  BUS 

The  IEEE-488  bus  is  known  by  a  variety  of  names  including  the  General 
Purpose  Interface  Bus  (GPIB)  and  the  Hewlett-Packard  Interface  Bus  (HPIB) . 

It  was  originally  developed  by  Hewlett-Packard  as  an  unambiguous  method 
of  interconnecting  programmable  instruments  which  are  in  close  proximity, 
such  as  in  a  laboratory.  When  the  standard  was  adopted  by  the  IEEE  it  was 
changed  slightly  so  as  to  be  more  rigorous  and  standard  488  was  thus 
developed. 

The  bus  allows  up  to  fifteen  instruments  to  be  directly  connected 
together  using  a  standard  connector  and  each  instrument  to  be  programmed 
independently  of  the  others.  By  using  an  IEEE-488  Bus  controller, 
information  can  be  exchanged  between  the  controller  and  instrument  or  even 
between  instruments.  Information  is  transferred  on  an  8  bit  parallel  data 
bus  under  the  sequential  control  of  a  three  wire  interlocked  handshake. 

By  this  means,  no  step  in  the  sequence  can  be  initiated  until  the  preceding 
step  has  been  completed.  The  independent  control  at  the  instruments 
connected  to  the  bus  is  achieved  by  using  5  lines,  known  as  the  management 
bus.  Thus  the  IEEE-488  bus  consists  of  16  lines,  the  groupings  being 
shown  schematically  in  Figure  Al. 

2  IMPLEMENTATION  OF  IEEE-488  BUS  CONTROLLER 

The  IEEE-488  Bus  Controller  Interface  was  designed  to  use  two  large  scale 
integrated  (LSI)  circuits  which  implement  all  the  talker-listener  interface 
functions  and  all  the  controller  functions  specified  in  the  IEEE  standard. 

The  block  diagram  of  the  circuit  is  shown  in  Figure  A2  and  a  brief  functional 
description  of  each  block  is  given  below.  The  circuit  diagram  of  the  interface 
unit  is  shown  in  Figure  A3.  Figure  A4  shows  the  layout  of  the  prototype  inter¬ 
face  unit. 


2.1  ADDRESS  DECODERS 

The  address  decoding  is  performed  by  8205* s,  which  are  high  speed 
Schottky  bipolar  decoders  with  a  delay  of  under  18  ns  together  with  Schottky 
TTL  devices.  The  interface  unit  has  10  input  and  10  output  port  address. 

The  talker-listener  element  has  8  sequential  addresses  and  the  controller 
element  has  2  addresses  the  starting  positions  can  be  configured  anywhere 
in  the  address  space. 
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MULTIBUS  DATA  TRANSCEIVERS 


A  small  amount  of  logic  was  needed  to  control  the  direction  of  data 
flow  through  the  transceivers  and  to  disable  the  outputs  when  not  driving 
the  bus.  Control  is  achieved  by  using  the  read  and  write  lines  on  the 
multibus  and  the  chip  select  output  from  the  address  decoders. 

2.3  TRANSFER  ACKNOWLEDGE 

The  transfer  acknowledge  block  gives  an  output  to  the  transfer  acknow¬ 
ledge  line  on  the  multibus  to  inform  the  processor  that  the  data  have  been 
accepted.  The  talker-listener  LSI  circuit  responds  rapidly  to  commands 
whereas  the  controller  LSI  circuit  is  very  much  slower,  so  the  transfer 
acknowledge  circuitry  delays  a  transfer  acknowledge  signal  for  much  longer 
when  data  are  sent  to  the  controller  LSI  circuit  than  when  sent  to  the 
talker-listener  LSI  circuit. 

2.4  TALKER-LISTENER  AND  CONTROLLER 

The  talker-listener  functions  are  implemented  by  the  8291^  which  is 
a  LSI  circuit  designed  to  operate  all  the  interface  functions  specified 
by  the  IEEE-488  Standard  except  the  controller  functions.  The  device  has  8 
read  registers  and  8  write  registers,  the  device  being  programmed  and  data 
sent  onto  the  bus  by  writing  to  the  appropriate  write  registers  and  the 
device  status  is  checked  and  data  extracted  from  the  IEEE-488  bus  by 
interrogating  the  appropriate  read  registers. 

The  controller  functions  are  implemented  using  the  8292v  ;  which  is  a 
pre-programmed  microcomputer.  The  device  which  has  2  input  ports  and  2 
output  ports  is  programmed  by  writing  operation  commands  to  the  input 
ports  and  the  device  status  is  checked  by  writing  utility  commands  to  the 
input  ports  and  then  reading  from  the  appropriate  output  port. 

2.3  ADAPTER  LOGIC 

An  IEEE-488  Bus  transceiver  circuit  has  been  designed  by  Intel  and 
connects  directly  to  the  8291  and  8292  and  is  designated  the  8293.  How¬ 
ever  due  to  the  non-availability  of  the  8293  transceivers  other  transceivers 
were  substituted  and  some  logic  was  needed  to  operate  these  devices. 

2.6  TRANSCEIVERS 

The  transceivers  used  were  Motorola  type  MC  3448.  Each  device  contains 
four  independent  dr iver /receiver s ,  has  a  high  impedance  output  mode,  an 
active  pull  up  or  open  collector  output  option,  and  meets  the  specifica¬ 
tions  for  a  transceiver  as  defined  in  the  IEEE-488  Standard. 

3  OPERATING  THE  IEEE-488  BUS  CONTROLLER  INTERFACE 

The  IEEE-488  Controller  Interface  can  be  operated  using  any  programming 
language  which  allows  data  to  be  put  out  to  or  taken  in  from  a  specified  port, 
and  has  been  operated  by  BASIC  80,  CORAL  66  and  8080  Assembler  Programs. 

Originally  the  controller  was  tested  using  8080  assembler  routines  and  as 
the  required  response  was  obtained,  the  routines  were  included  in  an  ISIS 
library.  A  comprehensive  library  of  basic  software  routine  was  built  and  an 
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extract  from  this  library  is  given  in  Figure  A5,  and  a  brief  description  of  each 
of  these  routines  is  given  below* 

3.1  TALK  AND  LISTEN 

This  talk  routine  initialises  the  8291  talker-listener  into  the  talk 
only  (TON)  mode.  The  8291  is  informed  of  the  external  clock  frequency, 
which  must  be  in  the  range  1-8  MHz.  The  operation  code  for  talker  only 
is  sent  followed  by  an  immediate  execute  power  on  (PON)  message  which 
release  the  8291  from  the  initialised  state.  The  listen  routine  is 
identical  to  the  talk  routine  except  that  the  operation  code  for  listen 
only  (LON)  is  substituted  for  the  TON  code. 

3 . 2  TRIG 

This  routine  causes  a  'Group  Execute  Trigger1  message  to  be  output  to 
the  IEEE-488  Bus.  This  stimulates  addressed  instruments  to  operate  in  the 
manner  decided  by  their  respective  programming. 

3.3  SREM 

This  routine  sends  an  operation  code  to  the  8292  controller  which  upon 
receiving  the  message  sets  the  Remote  Enable  Line  (REN)  on  the  IEEE-488 
bus  low.  Due  to  the  negative  logic  specified  in  the  standard,  a  low  means 
that  line  is  active. 

3.4  GIDL  AND  TCNTR 

The  Goto  Idle  (GIDL)  Command  instructs  the  8292  controller  to  go  to  an 
idle  state.  As  this  happens  the  Attention  Line  (ATN)  goes  high-inactive 
and  the  controller  LSI  circuit  idles. 

The  Take  Control  (TCNTR)  commands  instructs  the  8292  controller  to  take 
control  of  the  IEEE-488  bus  and  as  the  idle  state  is  left,  the  ATN  line 
drops  and  becomes  active. 

3.5  RESET 

The  reset  routine  resets  both  the  8291  and  the  8292  state.  The  8291 
enters  an  initialise  state  and  can  be  programmed  before  being  released  from 
this  state  by  a  PON  local  message.  The  8292  sets  all  outputs  high  then 
resets  the  interrupts  low  and  clears  the  registers.  The  effects  caused 
are  identical  to  those  produced  by  reset  on  the  external  reset  pin. 

3.6  SRQIN  AND  EOIIN 

If  the  Service  Request  Line  (SRQ)  or  the  End  Or  Identify  Line  (EOI)  are 
inactive  after  calling  the  respective  routine,  then  the  A  register  will 
contain  a  zero.  These  are  useful  routines  although  the  8291  can  be  con¬ 
figured  to  produce  an  interrupt  when  EOI  becomes  active  and  the  8292  can 
be  configured  to  produce  an  interrupt  when  SRQ  becomes  active. 

These  routines  could  be  expanded  and  built  into  a  library  for  ease  of 
assembly  language  programming  or  they  could  be  modified  and  included  in 
Coral  66  procedures  or  macros  as  code  inserts.  The  latter  course  was 
chosen  as  the  system  was  expanded. 
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FIG.  Al.  INTER  FACE  CAPABILITIES  AND  BUS  STRUCTURE 


FIG.  A2  BLOCK  DIAGRAM  OF  IEEE-488  MULTIBUS  INTERFACE 
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ASSEMBLY  LANGUAGE  ROUTINES  FOR  IEEE-488  CONTROLLER  INTERFACE 
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THE  MASCOT  APPROACH  TO  SOFTWARE  CONSTRUCTION 

MASCOT  (A  Modular  Approach  to  Software  Construction  Operation  and  Test)  is 
a  design  method  which  can  be  used  with  many  programming  languages  or  even 
assembly  language.  With  the  MASCOT  technique  a  large  system  is  broken  down 
into  smaller  modules  of  which  there  are  three  main  types.  Activities,  Channels 
and  Pools. 

An  Activity  is  a  process  which  is  separately  scheduled  and  conceived  to  run 
simultaneously  with  other  Activities  and  performs  a  certain  processing  or  control 
function.  Activities  may  only  transfer  data  externally,  to  another  Activity  or 
a  physical  peripheral  device,  by  explicitly  defined  Intercomnunication  Data 
Areas  (IDA's)  these  being  Channels  or  Pools. 

A  Channel  is  a  unidirectional  data  path  used  to  transfer  data  between 
activities  or  between  activities  and  peripheral  devices.  A  channel  consists  of 
an  input  interface  and  by  an  activity  that  produces  data  to  be  transferred  to 
another  Activity  and  an  output  interface  used  by  an  activity  that  receives  data 
which  is  consumed  in  the  process.  A  channel  also  has  a  data  area  used  for 
storing  data  which  has  been  received  but  has  not  been  stimulated  to  output. 

The  third  type  of  module,  the  other  IDA  is  known  as  a  Pool  and  is  a  store 
of  data  for  reference  purposes.  A  pool  may  be  read  by  one  or  more  activities 
depending  upon  requirements.  It  is  possible  to  modify  data  in  a  pool  by  means 
of  a  destructive  overwriting  operation  that  destroys  all  the  previous  data. 

In  order  to  schematically  illustrate  a  MASCOT  system  a  MASCOT  ACP  diagram 
is  drawn,  using  the  symbols  that  have  been  assigned  to  the  various  module 
types.  In  ACP  diagrams  a  fourth  symbol  is  often  encountered,  this  being  the 
representation  of  a  system  data  source  or  sink,  a  peripheral  device.  The 
symbols  used  in  MASCOT  ACP  diagrams  are  shown  in  Figure  Bl. 

Intel  8080  MASCOT  developed  by  System  Designers  Ltd  was  used  for  this 
project.  8080  MASCOT  is  a  simple  yet  effective  realisation  of  MASCOT  which 
implements  on  the  essential  features  so  as  to  keep  the  software  compact.  8080 
MASCOT  is  a  'frozen9  system  as  the  system  is  constructed  before  run  time  using 
standard  ISIS  programs. 


Bl 


—  Dtvlc« 


FIG.  Bl  MASCOT  ACP  DIAGRAM  MODULE  SYMBOLS 
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MASCOT  MODULE  DESCRIPTION 

The  MASCOT  modules  used  in  the  complete  test  system  are  all  described  below 
except  for  those  shown  within  the  dotted  lines*  These  modules  make  up  the  super* 
visor  as  it  was  supplied  by  System  Designers  Limited  and  is  only  a  tool  for 
debugging  the  system  and  was  later  removed  to  reduce  the  memory  allocation 
required  by  the  program* 

1  ACTIVITY  AC1 

This  is  the  main  activity  and  is  dependent  upon  the  test  being  made  but 
independent  of  the  interface  specification  of  the  instruments  used*  In  order  to 
measure  a  certain  value  or  to  set  a  generator  to  a  particular  range  and  level, 
activity  AC1  passes  various  parameters  to  the  activity  which  controls  the 
required  instrument  and,  if  applicable,  receives  a  value  back  from  that  activity* 
Activity  AC1  also  displays  after  completion  of  the  test  the  result  obtained. 

2  ACTIVITY  LGASET 

Activity  LGASET  is  used  to  control  the  Logic  Analyser  and  the  Pattern 
Generator.  Its  purpose  is  to  test  one  of  several  different  simple  digital 
circuits*  The  activity  LGASET  receives  a  parameter  from  AC1  indicating  which 
digital  unit  is  to  be  tested*  Upon  receipt  of  this  the  activity  LGASET  checks 
the  IEEE-488  Bus  status  and  at  an  appropriate  time  sets  the  Logic  Analyser  to 
the  required  state  for  a  test.  LGASET  then  addresses  the  Pattern  Generator  and 
triggers  both  instruments.  The  IEEE-488  Bus  is  monitored  and  when  the  test  has 
been  completed  the  data  from  the  Logic  Analyser  is  extracted.  The  data  thus 
obtained  is  then  compared  with  that  for  the  relevant  known  good  unit,  the 
relevant  sequence  being  decided  by  the  value  of  the  parameter  passed  from  AC1. 

If  the  two  streams  are  identical  then  a  'pass'  message  is  transferred  to  AC1 
otherwise  a  'fail'  message  is  sent. 

3  ACTIVITY  DVMSET 

This  activity  is  used  to  control  the  Multi-function  Voltmeter  and  is 
independent  of  the  test  to  be  taken.  The  activity  receives  a  parameter  from 
AC1  which  is  interpreted  to  give  the  range  and  function  required*  The  activity 
DVMSET  then  checks  the  IEEE-488  Bus  status  and  then  addresses  the  DVM  and  sends 
a  suitable  device  dependent  message  so  as  to  set  it  to  the  required  state* 

After  a  measurement  has  been  taken  the  DVMSET  addresses  the  DVM  to  talk  and 
reads  from  it  a  data  string.  This  data  string  is  checked  to  see  if  an  error 
occurred  and  if  not  converts  the  value  to  floating  point  format  and  transfers 
it  to  activity  AC1. 

4  CHANNELS  INI  AND  COACC 

INI  is  a  channel  that  allows  the  supervisor  to  initiate  the  activity  AC1 
and  COACC  is  a  channel  from  AC1  to  the  output  device  so  that  AC1  can  display 
the  results  of  the  tests.  Having  manual  intervention  by  the  supervisor  enables 
the  facilities  to  be  more  fully  used* 

5  CHANNELS  LAOACC  AND  LAIACC 

These  channels  were  used  to  allow  communication  between  the  activities  AC1 
and  LGASET.  Two  channels  are  required  due  to  the  unidirectional  nature  of 


Cl 


MASCOT  channels.  The  direction  of  the  arrow  on  the  MASCOT  ACP  diagram  shows 
that  the  LAOACC  is  used  to  transfer  information  from  activity  AC1  to  activity 
LGASET.  LAI ACC  is  used  to  transfer  information  in  the  reverse  direction. 

6  CHANNELS  DVOACC  AND  DVIACC 

These  two  channels  perform  a  similar  task  to  LAOACC  and  LAIACC  in  that  they 
allow  communication  between  the  main  activity  AC1  and  an  instrument  dependent 
activity,  in  this  case  the  Multi-Function  Voltmeter  service  activity. 

7  CHANNELS  OUTACC  AND  INACC 

These  two  channels  are  used  to  allow  communication  between  either  of  the 
activities  LGASET  and  DVMSET  and  a  peripheral  device,  in  this  case  the  IEEE-488 
Bus  Controller  Interface.  All  access  to  and  from  the  Bus  is  via  these  channels. 

8  POOLS  LGADAT  AND  DVMDAT 

These  modules,  Pools,  are  used  for  data  storage.  The  pool  LGADAT  contains 
the  codes  needed  to  set  the  Logic  Analyser  to  the  required  state  and  also  the 
streams  of  data  obtained  from  various  known  good  units.  The  pool  DVMDAT  con¬ 
tains  the  codes  needed  to  set  the  Voltmeter.  Obviously  the  codes  needed  to 
set  the  instruments  depend  upon  the  specification  of  the  instruments. 


